














e.g. electrical systems in motor vehicles and aircraft, batteries etc.

via plug, e.g. in household, office and laboratory applications









Operating mode menu:
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0FF

If hazardous contact voltage has been detected (HV symbol appears), the instru-
ment cannot be switched off.

APoFF

Automatic shutdown is disabled in the following operating modes: continuous 
operation and whenever dangerous contact voltage has been detected (excep-
tion: memory mode).
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1nFo bAt t 2 9
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1nFo bAt t 0CCvP000.0

1nFo bAt t 20 06 2012 (DD.MM. YY)
D = day, M = month, Y = year

1nFo bAt t 13:46:56 (hh:mm:ss)
h = hours, m = minutes, s = seconds

1nFo bAt t caldat 20 06 12

1nFo bAt t VEr 0 22

1nFo bAt t tEMPi ntern24,7



–

1nFo SET t i ME
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datESET: 20.06(DD: day . MM: month)
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(boldface: values or digits which are actually displayed, 
plain: placeholders for unit)
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